Biological trace-element measurements using synchrotron radiation.
The feasibility of performing X-ray fluorescence trace-element determinations at concentrations substantially below the ppm level for biological materials is demonstrated. Conditions for achieving optimum sensitivity were ascertained. Results achieved for five standard reference materials were, in most cases, in excellent agreement with listed values.Minimum detectable limits of 20 ppb were measured for most elements.